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Fast Faraday cup to measure neutralized drift compression in intense ion charge bunches
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Heavy ion drivers for heavy ion fusion and high energy density physics applications use space-charge-
dominated ion beams which must undergo longitudinal bunch compression in order to meet the requisite
beam intensities desired at the target. The Neutralized Drift Compression Experiment-1A (NDCX-1A) at
Lawrence Berkeley National Laboratory is used to determine the effective limits of neutralized drift
compression, which occurs due to an imposed longitudinal velocity tilt on the drifting beam and
subsequent neutralization of the beam’s space charge with background plasma. The accurate and
temporally resolved measurement of the ion beam’s current and pulse length, which has been longitudi-
nally compressed to a few nanoseconds duration at its focal plane, is a critical diagnostic. This paper
describes the design and experimental results for a fast and accurate ion beam probe, which reliably
measures the absolute beam current in the presence of high density plasma at the focal plane as a function
of time. A particle-in-cell code has been used to model the propagation of the intense ion beam and to
design the diagnostic probe.
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I. INTRODUCTION

One of the more significant challenges in developing
heavy ion drivers is found in the final transport section
leading to the target, where ion beam compression in space
and time is required in order to achieve conditions neces-
sary for heavy ion fusion and high energy density physics
applications. In a heavy ion driver, intense beams of ions
[1–3] are transported through a final-focus magnet system
to the target chamber, where they must transversely focus
onto the target with a final diameter of a few millimeters or
less [4,5]. In addition, the ion beams need to be focused
longitudinally in order to achieve large amounts of beam
current in pulses with durations less than 10 nanoseconds.
By greatly compressing the current densities of intense ion
charge bunches over short distances, heavy ion drivers can
deliver more intensity to the target per unit length of
accelerator, allowing for the construction of more compact
and cost-effective drivers.

In order to focus an intense ion beam to such a small spot
size in a short distance, the majority of the ion beam’s
space charge must be neutralized during the final transport
stage [6,7]. A high density plasma, positioned between the
final-focus magnets and the target chamber, provides an
electron population which neutralizes the beam’s space
charge and allows the intense beams to be focused beyond
the regular space-charge limit [8].

The Heavy Ion Fusion Science Virtual National
Laboratory constructed the neutralized transport experi-
06=9(5)=052801(9) 05280
ment (NTX) at the Lawrence Berkeley National
Laboratory in order to study, on a reduced scale, the
physics of the final-focus and neutralized transport of
space-charge-dominated beams [9]. The experiment was
equipped with an injector which generated a low-emittance
and variable-perveance K� ion beam capable of up to
400 keV of directed energy. The ion beam was passed
through a magnetic-focusing section in order to study the
magnet tuning physics and its effects on the phase-space
evolution of the beam. At the end of the magnetic-focusing
section, the final magnet set was used to give the beam a
convergent angle just before the beam entered the drift
region, which contained the neutralizing background
plasma. The plasma electrons provided sufficient neutral-
ization of the beam’s space charge such that the proper
convergent angle, applied by the final-focus magnet, al-
lowed the beam to transversely focus to a final spot radius
of about 1 millimeter at the focal plane, corresponding to a
transverse compression in number density of about 103. A
more detailed description of the beam line system [9],
results of the transverse compression physics [10], com-
parisons to particle-in-cell (PIC) simulations [11], and
other important experimental topics addressed by the
NTX experiments [12] were recently published.

Successfully focusing an ion beam in the transverse
direction is only part of the challenge. In order to achieve
the requirement that the pulse length be less than 10 nano-
seconds when the focal plane is reached, each ion beam
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FIG. 1. Schematic of the NDCX-1A experimental setup.

FIG. 2. Standard Faraday cup diagnostic for Ib�t�: (1) nega-
tively biased electron-repelling ring; (2) positively biased col-
lector cup; and (3) grounded enclosure.
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pulse must also be compressed longitudinally, along the
direction of propagation. In order to meet the requisite
current densities on target, there is a need to determine
the physical and technological limits of such longitudinal
focusing, achieved by applying a time-dependent velocity
tilt to the beam and subsequently allowing it to drift
through a background plasma, thereby neutralizing the
beam’s space charge as the beam’s pulse length compresses
longitudinally [13]. This concept is referred to as ‘‘neu-
tralized drift compression,’’ and the upgrade of the NTX
facility is called the Neutralized Drift Compression
Experiment-1A (NDCX-1A). Longitudinal compression
of space-charge-dominated ion beams without the aid of
background neutralizing plasma has also been studied
[14,15], but the associated longitudinal compression was
significantly reduced relative to the neutralized case, due to
the effects of ion beam space charge.

A schematic of the NDCX-1A experimental setup is
shown in Fig. 1. On NDCX-1A, the primary addition to
NTX is the induction module, which is a linear induction
accelerator [16] with one acceleration gap that applies the
required axial velocity tilt to the beam by means of a time-
dependent voltage pulse. The time-dependent voltage
pulse has two extremum, with a change in polarity at the
halfway point, such that the first half of the beam pulse (the
‘‘head’’) experiences a net decelerating electric force, and
the second half of the beam pulse (the ‘‘tail’’) experiences a
net accelerating electric force. Thus, the beam pulse ac-
quires an initial head-to-tail velocity tilt immediately be-
fore it drifts through the region containing background
plasma. After the beam has drifted through the plasma
column, a focal plane in current is reached. Since the
current density, and therefore the relative power, of the
charge bunch grows in the intermediate region of the
applied tilt, where the decelerated head meets the accel-
erated tail, while the beam drifts through a background
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plasma, the phrase ‘‘neutralized drift compression’’ explic-
itly refers to this process. The two main goals of the
NDCX-1A campaign are to determine the limits of how
much current density compression can be achieved experi-
mentally and how accurately those compression factors
can be measured. Simulations using the LSP PIC code
predict a pulse width of a few nanoseconds with up to
about one A=cm2 of current density at peak compression
for initial experiments [17]. An accurate measurement of
the total current of a longitudinally compressed intense
ion charge bunch is important in order to determine the
compression factors achieved in a variety of experi-
mental conditions and make comparisons to theory and
simulations.

The ion beam probe that was designed to measure the
beam current Ib�t�, while operating in the presence of high
density plasma in the NDCX-1A beam line, is a modified
Faraday cup. Figure 2 shows a schematic of a standard
Faraday cup. Generically, a Faraday cup consists of a
negatively biased, electron-repelling ring located ‘‘up-
stream’’ of a positively biased collector cup and enclosed
in a grounded housing such that plasma particles and
secondary electrons in the system are controlled. A stan-
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dard Faraday cup design that admits the compressed ion
beam in its entirety is inadequate for the purposes of the
NDCX-1A experiments because of the complex plasma
and secondary electron behavior within such a probe. For
instance, if high density plasma is allowed to enter the
probe, it can shield the applied potentials which were
meant to reject all particles from measurement except the
beam ions, allowing plasma electrons (and ions) to pene-
trate the probe and be detected, thereby reducing (and
increasing) the corresponding signal measured at the col-
lector. Thus, if plasma particles are not controlled, the
signal due only to the beam ions cannot reliably be deter-
mined by such a measurement. Ideally, an experimenter
would prefer that the collector only measure a signal
proportional to the ion beam current. Therefore, a fast
Faraday cup diagnostic for measuring the absolute beam
current in the presence of plasma at the focal plane as a
function of time has been designed, fabricated, and incor-
porated into the NDCX-1A beam line [17]. The fast
Faraday cup diagnostic has corroborated optical measure-
ments made by a fast phototube arrangement [18] which
measures light intensity created by beam bombardment on
a scintillator. However, the limitation of such an optical
measurement is that it cannot measure the actual ion beam
current, whereas the fast Faraday cup diagnostic can.

The simulations used to design the fast Faraday cup for
operation within high density plasma are described in
Sec. II. In Sec. III, a discussion of the probe’s capabilities
and limitations is presented, as well as experimental results
of neutralized drift compression that were measured using
the fast ion beam diagnostic.
FIG. 3. (Color) Particle plot from an LSP simulation of the
pinhole Faraday cup diagnostic for Ib�t� (only a fraction of the
total number of particles are plotted for clarity reasons): (red)
K� ion beam particles; (blue) plasma electron particles; (green)
plasma ion particles; (orange) secondary electron particles. The
grounded frontplate (z � 0 mm), the negatively biased electron-
repelling backplate (z � 1 mm), and the positively biased col-
lector cup (z � 2 mm) are shown. Secondary electrons created
by plasma ion bombardment on the backplate are not shown for
clarity reasons.
II. FAST FARADAY CUP SIMULATIONS AND
DESIGN

The successful characterization of neutralized drift com-
pression in the NDCX-1A device requires accurate mea-
surements of the compressed ion beam current, Ib�t�,
current density, Jb�x; y; z; t�, and pulse width at the focal
plane near the end of the plasma region. Several probe
designs, based on numerical simulations, were tested to
measure these parameters of the beam in the presence of a
high density plasma. The use of the LSP PIC code is one
method for simulating an ion beam pulse propagating
through a background plasma. LSP [19,20] is an advanced
3D electromagnetic PIC code, available commercially and
designed for complex, large-scale plasma simulations
which can be run in multiple coordinate systems and
geometries. The LSP code has been utilized in order to
realistically predict the evolution of the ion beam as it
acquires a velocity tilt and drifts through the plasma to
the focal plane. The code has also been employed to
determine the requirements necessary for an accurate mea-
surement of the beam’s current using a probe which resides
in the plasma environment.
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There are five key requirements in order to accurately
measure the true Ib�t� or Jb�x; y; z; t� in NDCX-1A. These
are: (1) plasma ions and beam ions must not shield the
negatively biased electron-repelling ring; (2) comoving
plasma electrons that neutralize the beam’s potential
must be completely rejected from the probe; (3) beam
ions must not be allowed to strike the electron-repelling
ring and create secondary electrons which would foul the
measurement at the collector; (4) secondary electrons cre-
ated by ion bombardment on the collecting surface must be
trapped, otherwise artificially high signals would be mea-
sured at the collector; and (5) large beam current densities
must be measured at the collector with subnanosecond
time resolution.

In order for the diagnostic to operate properly in a
plasma environment, LSP simulations indicate that the
standard Faraday cup design should be modified such
that it includes a grounded frontplate containing plasma
Debye-length-size holes, replaces the electron-repelling
ring with an electron-repelling plate containing slightly
larger holes, and replaces the collector cup with a collector
plate, as shown in Fig. 3. The aligned holes of the frontplate
and electron-repelling plate (also called the backplate)
provide a geometric shadow to the probe, thereby allowing
only a fraction of the compressed beam pulse to enter the
diagnostic and simplifying the control of the five important
processes listed above. The frontplate and backplate are
similar in design and purpose to grids normally found in a
gridded-energy analyzer [21]. Thus, the modified Faraday
cup could also be described as a type of gridded-energy
1-3
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analyzer which measures beam current rather than directed
energy.

The LSP simulations modeled five species of particles:
(1) the plasma electrons, (2) the plasma ions (Al�), (3) the
beam ions (K�), (4) secondary electrons created on the
frontplate and collector by ion beam bombardment, and (5)
secondary electrons created on the frontplate and backplate
by plasma ion bombardment (due to the design require-
ments outlined earlier, beam ions did not strike the back-
plate and plasma ions did not strike the collector). In the
LSP simulations, all species were treated as kinetic, ex-
plicit, and energy-conserving particles, the electrostatic
field equations were solved (meaning the @E=@t terms
and @B=@t terms were ignored), and a cloud-in-cell inter-
polation scheme was used in order to reduce particle noise
[22]. In addition, a stimulated secondary electron emission
package (included in LSP) was used in order to model the
ejection of electrons from conducting surfaces when beam
ion or plasma ion particles struck any of the conducting
surfaces of the simulation (the frontplate, backplate, and
collector).

The major difference between the standard Faraday cup
design and the new ‘‘pinhole’’ design is found in the nature
of the negatively biased, electron-repelling backplate. In
the standard Faraday cup design, shown in Fig. 2, the
electron-repelling ring only exists out at some large radius
(greater than the ion beam’s radius) and does not ade-
quately remove all of the comoving electrons from the
beam’s potential. Instead, shielding occurs by the various
charged particle populations and the potential found closer
to the axis is no longer adequate to remove all of the
electrons from the ion beam charge bunch. Therefore, the
signal detected at the collector would not be proportional
to the beam current alone, but would be reduced by the
amount of plasma electron current detected at the collector.
Also, the plasma ions are accelerated into the electron-
repelling ring by the large, negative bias applied to that
ring. Those plasma ions can eject secondary electrons and
the LSP simulations show that such electrons can become
greatly accelerated by the ring and also be detected, further
complicating the signal at the collector.

In the pinhole Faraday cup design, shown in Fig. 3, a
grounded frontplate with plasma Debye-length-size holes
(np � 1010 cm�3, kTp � 3 eV) admits only a small frac-
tion of the beam, while also limiting the effective probe
entry locations for the plasma ions and electrons. The
frontplate is grounded so as to minimize the perturbation
to the surrounding plasma environment. Since the entrance
holes are on the order of the plasma Debye length, the ion
beamlets (created by the shadow of the frontplate) are each
stripped of their neutralizing, comoving plasma electrons
because each frontplate hole has some corresponding nega-
tively biased, electron-repelling backplate in close prox-
imity. The backplate with slightly larger holes (to
accommodate diverging beam ions and avoid the creation
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of energetic secondary electrons by ion beam bombard-
ment on the backplate) replaces the electron-repelling ring
of the standard Faraday cup and is effective at resisting the
introduction of plasma electrons into the diagnostic. Thus,
plasma electrons (as well as secondary electrons created on
the frontplate by ion beam bombardment) are secluded
outside of the probe due to the electric field created be-
tween the frontplate and backplate. Plasma ions are, in fact,
accelerated into the probe by such an electric field, how-
ever they are repelled from detection by an applied positive
bias on the collector plate which creates a stronger, re-
versed electric field between the backplate and the collec-
tor. The positive bias on the collector also serves to trap
secondary electrons, created by energetic heavy ion beam
bombardment, on the collector plate so that the measured
signal is proportional to the ion beam current (and not
artificially high due to secondary electron loss from the
detector). The energetic ion beamlets pass into the diag-
nostic largely unaffected by the biases, since the applied
potentials on the backplate and collector are about 5�
10�4 lower than the directed energy of the ion beam pulse.
The trajectories of the beam ions are expected to be un-
perturbed by sheath effects.

According to LSP simulations, since the frontplate holes
are comparable in size to the plasma Debye length (np �
1010 cm�3, kTp � 3 eV), and because the plasma ions are
modeled with only thermal and no directed energy (plas-
mas with axial drift momentum can be repelled using
higher biases), the densities associated with the plasma
ions penetrating into the diagnostic are expected to be
two to three orders of magnitude lower (� 107–
108 cm�3) than the bulk plasma density outside of the
probe. Therefore, any image-current effects and detection
of secondary electron currents created by (low energy)
plasma ion bombardment on the backplate are expected
to be negligible (< 10�3 of the ion beam signal). Thus, all
three possible sources of secondary electron current in the
diagnostic are controlled (ion beam and plasma ion bom-
bardment on the backplate, as well as ion beam bombard-
ment on the collector), and their negative side effects on
the measurement process are mitigated. The fourth source
of secondaries, the ion beam bombardment on the front-
plate, was simulated as well, however those electrons are
completely rejected from the probe by the same mecha-
nism which rejects the plasma electrons.

The plasma ions, the secondary electrons created on the
backplate by plasma ion bombardment, and the secondary
electrons created on the collector by ion beam bombard-
ment do not significantly shield the potentials on the
backplate and collector, due to the close (1 millimeter)
spacings between the three plates (the associated Debye
lengths for these species are>1 millimeter due to their low
densities). The 1 millimeter gaps were chosen to reduce the
bias-shielding capability of the beam ions and to minimize
induced image-current effects at the collector. Therefore,
1-4



TABLE I. Pinhole Faraday cup specifications.

Plate rhole Hole-to-hole Bias

Front 114 �m 1016 �m Grounded
Back 241 �m 1016 �m �150 V
Collector �50 V
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the entire beam (less some transmission factor due to the
geometric shadow cast by the frontplate) will be admitted
into the probe and the collector will accurately measure the
total beam current, Ib�t�, before the beam has sufficient
time to decompress due to space-charge forces. This con-
figuration has been shown in LSP simulations to be ideal
for controlling the two most important electron popula-
tions: if all comoving plasma electrons were not rejected
from detection, then the signal on the collector plate would
underestimate Ib�t�; if all secondary electrons created on
the collector by ion beam bombardment were not trapped,
then the signal on the collector plate would overestimate
Ib�t�.

The probe used in the initial experiments [23] on
NDCX-1A consists of a frontplate with hole radii approxi-
mately a plasma Debye length in size (np � 1010 cm�3,
kTp � 3 eV), followed 1 millimeter ‘‘downstream’’ by a

backplate with larger hole radii, and a collector plate
another millimeter downstream of the backplate. Table I
shows the hole radius, the horizontal hole-to-hole separa-
tion, and the applied bias for each of the plates. The vertical
hole-to-hole separation is

���

3
p
=2 times the horizontal sepa-

ration, and each row of holes is staggered with respect to
the adjacent rows, giving a hexagonal arrangement. The
FIG. 4. (Color) Photograph of the pinhole Faraday cup diagnos-
tic before installation on NDCX-1A.
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frontplate and backplate are each 102 �m thick (< 2rhole),
made of stainless steel, and contain over 2000 holes. Both
of the hole plates were fabricated by a commercial photo-
etching process. Because of the geometrical shadow cast
by the holes in the frontplate, the signal measured at the
collector must be multiplied by a transmission factor in
order to determine the total beam current. The probe biases
were chosen such that the diagnostic would operate
properly under the harshest conditions expected at the
focal plane for present experiments (npeak

plasma � 1011 cm�3,

npeak
beam � 1010 cm�3).
A photograph of the fast Faraday cup is shown in Fig. 4.

The signal measured at the collector plate is expected to be
very close to the true ion beam current. Error levels asso-
ciated with measuring only the ion beam particles are
expected to be <1%. Signal fidelity, instrumentation re-
sponse, and various sources of noise are expected to be the
chief sources of error for measurements in experiments on
the NDCX-1A device.

III. EXPERIMENTAL RESULTS

Measurements made with the pinhole Faraday cup show
that, when only plasma is present, the collector plate draws
no current and the backplate draws about 0.2 mA of plasma
ion current, in agreement with LSP simulations assuming
plasma density np � 1010 cm�3. For beam measurements,
the injector produces a 6 microsecond-long, 299 keV K�

beam of approximately 2 centimeter radius which is trans-
ported in the �ẑ direction through the magnetic-focusing
and plasma drift sections. Its current is then measured by
the probe in the presence of background plasma.

In order to calibrate the new diagnostic, measurements
of beam current were taken with the fast Faraday cup and
compared to previous measurements using the standard
Faraday cup without background plasma present in the
FIG. 5. Uncompressed ion beam current, Ib, as a function of
beam energy: (solid line) standard Faraday cup without plasma;
(dotted line, circles) fast Faraday cup without plasma; (dotted
line, squares) fast Faraday cup with plasma.
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experiment. Figure 5 shows very good agreement between
the fast and standard Faraday cups when the (uncom-
pressed) beam current is measured without a background
plasma over a wide range of beam energies. Note that this
is the only regime where the standard Faraday cup gives
accurate measurements (it cannot accurately measure the
beam current in the presence of plasma, which is required
for significant compression). The measurements were re-
peated with the fast Faraday cup in the presence of back-
ground plasma in order to test whether the diagnostic
operates properly in such an environment. Figure 5 clearly
shows that the fast Faraday cup measures the true beam
current magnitude in the presence of background plasma.
The calibration of the fast Faraday cup is satisfactory since
the error has been measured to be <3% over most of the
range of comparison to the standard Faraday cup measure-
ments (especially at higher energies where most compres-
sion data is taken).

In order to compress the ion beam in the longitudinal
direction, the time-dependent voltage imposes a velocity
tilt on the ion beam. The beam drifts through a plasma
column until a focal plane in current density is created
between 1 and 2 meters downstream of the gap (the length
of the plasma column can be changed from 1 to 2 meters in
the experiment). Neutralization of the beam’s space charge
by background plasma is required in order to compress the
beam to current densities of interest for heavy ion fusion
and high energy density physics applications. The exact
location of the focal plane of the compressing beam is
determined by the slope of the voltage waveform applied
to the induction module, as well as by the velocity of the
injected ion beam. In these experiments, the induction
module’s timing and voltage swing act on the middle 2
FIG. 6. (Color) Uncompressed ion beam current, Ib�t�. Shown is
the average of 11 shots (without an applied velocity tilt) mea-
sured with the fast Faraday cup. The velocity tilt is applied in the
middle 2 microseconds of the ion beam pulse. Time is measured
from the trigger of the voltage pulse on the source injector so that
the rise of the signal on the collector also measures the transit
time of the beam particles from the injector to the diagnostic.
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microseconds of the 6 microsecond-long beam. The fast
Faraday cup is located at the far end of the plasma region
such that the longitudinal focal plane coincides with the
plane of the collector plate. Figure 6 shows the ion beam
current Ib�t� measured by the collector plate; it illustrates
the level of noise latent in the uncompressed beam signal
once the data has been averaged over a few shots and has
accounted for the transmission factor of the incident beam.
The sharp peak measured early in time is a commonly seen
feature primarily associated with the pileup of the slower
particles in the head of the ion beam pulse, created by the
finite amount of rise time in the source voltage. The feature
may also be associated with effects such as image current
and latent capacitance in the diagnostic.

Measurements of neutralized drift compression by the
fast Faraday cup in the initial experiments [23] revealed the
need for electronic modifications to ensure faster temporal
response by the probe, which must accurately track the
beam’s fast-rising and fast-falling signal. The probe design
discussed up until now was limited in its ability to resolve
signals on the nanosecond time scale, due to circuit and
construction details, so the fifth key requirement (see
Sec. II) to accurately measure the true ion beam current,
Ib�t�, had not yet been satisfied. Thus, a number of elec-
tronic modifications for improving the high frequency
response were investigated. Some of the modifications
adopted were similar to those used in probes that also
required nanosecond temporal resolution, but are used for
different applications [24,25].

The modifications from the fast Faraday cup diagnostic
first described in [23] include the following. First, the
collector plate’s material was changed from stainless steel
to copper and the coaxial cable connection was moved
from the circumference of the collector to the center.
Both changes lowered the effective impedance the beam
signal encountered. Second, a new housing design was
employed to increase the distance between the grounded
housing and the plates in order to avoid creating a lumped
element capacitance, which deteriorates the response time
by increasing the time constant. Third, all signal-bearing
cables to the three plates were replaced with well-
insulated, shielded wires in order to avoid inducing un-
wanted high frequency signals. Fourth, the backplate was
coupled to the grounded housing by six 50 nF capacitors in
parallel, effectively leaving the biased backplate at AC
ground to ensure isolation from signals in the GHz range.
Fifth, circumferential delrin spacers between the plates
were replaced with small Teflon washers around the sup-
port rods of the probe in order to further decrease the
amount of capacitance between the plates. The three plates
are required to be close together in order to: (1) diminish
image-current effects from the ion beam on the collector;
(2) achieve the desired electric field strengths to control the
various charged particle populations; and (3) ensure that
the beam does not have enough time to decompress before
1-6



FIG. 7. (Color) Fast Faraday cup measurement of longitudinal
current compression: (black) experiment; (red) LSP simulation.
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measurement. However, an important side effect is the
presence of some latent capacitance in the system due to
the geometrical arrangement of the plates. The effect is
believed to be one of the limiting factors of this design for
measuring fast signals.

In addition, other considerations were also addressed in
the new fast Faraday cup design. Larger, more closely
spaced holes reduced the signal noise and increased the
statistical sampling of the beam, at the cost of higher biases
in the probe to control the plasma and secondary behavior,
as well as degraded structural integrity of the frontplate
and backplate. Because of the spacings of the holes in the
frontplate, the question arises as to whether submillimeter-
scale fluctuations in current are lost to the frontplate and
averaged over. Measurements made while the probe was in
slightly different vertical positions showed that there are
no submillimeter fluctuations of importance in the
experiment.

The role of desorbed gas from the frontplate and collec-
tor due to ion beam bombardment was also considered and
its effect on the measurement was concluded to be small.
The estimated total surface charge density at the focal
plane (where the diagnostic resides) for the �6 �s of ion
charge bunch which is not longitudinally compressed is
�4� 10�7 C cm�2. Using the estimate that �3000 gas
molecules are liberated from the collector plate per im-
pacting beam ion [26], and assuming the probe fills with
desorbed gas at a flow rate of �1 mm=�s [26], the peak
gas density is expected to be <4� 1015 cm�3. The corre-
sponding gas pressure is 1:5� 10�4 atm, which is well
below the bottom of the Paschen curve (p� d � 7:62�
10�3 mm atm), implying that gas breakdown by the ap-
plied electric field in the 1 millimeter gap between the
backplate and collector is unlikely (the gas density is even
lower between the frontplate and backplate because of the
transmission factor of the backplate). Also, the mean-free
path for beam-gas collisions is estimated to be larger than
the probe’s length (2 millimeters), therefore the probability
of desorbed gas ionization by incoming beam ions is small
(which would weaken the beam signal at the collector due
to the drawn electron current if gas ionization were signifi-
cant). Lastly, the small fraction of the beam that was
longitudinally compressed to higher current density is
only a minor addition to the gas density estimation because
the compressed pulse is a factor of <10�3 shorter in
duration than the original 6 �s-long charge bunch. In
support of these estimates, measurements taken with the
fast Faraday cup are found to be clear of any detectable gas
effects.

In order to test the new fast Faraday cup design, a set of
experiments on the NDCX-1A device were made in order
to achieve large longitudinal compression with a short
temporal pulse width. A 320 keV K� beam with a 2 cm
radius was injected into the NDCX-1A, a 15% velocity tilt
(defined as �vb=vinitial

b ) was applied to the beam by the
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induction module, and the beam drifted through a back-
ground plasma of density �1010 cm�3. The experimental
results in Fig. 7 show an average of the four best shots
measured with the fast Faraday cup at the focal plane,
which ranged in compression factors (defined as
Imax
b =Iinitial

b ) from 55 to 65. The compressed ion beam
signal has been normalized to the initial beam current
(without an applied tilt) and expanded around the location
of peak compression in order to show the error bars. The
error bars plotted for the experiment are the 95% confi-
dence intervals in the mean of the four shots. The measured
ringing reflections seen in the experimental signal after the
compressed beam pulse are due to impedance mismatch in
the 50 � circuit.

In order to simulate the experiment, the experimentally
measured voltage waveform for the induction module was
used in an LSP PIC simulation, the result of which is also
plotted in Fig. 7. In the simulation, the ion beam was
initialized upstream of the induction module with a
0.2 eV temperature in both the transverse and longitudinal
directions and the background plasma density and tem-
perature were 5� 1010 cm�3 and 3 eV, respectively. LSP
simulation predicts a compression factor of 60 times the
initial current with a full-width, half-maximum pulse width
of 4 nanoseconds, in excellent agreement with the fast
Faraday cup measurement. Without the neutralizing
plasma present, a compression factor of approximately
20 was measured, also in agreement with LSP simulation.
It is believed that the shortest achievable pulse widths of
the compressed ion beams in these experiments were lim-
ited by the voltage waveform applied by the induction
module; there exists a slope for the velocity tilt which
would ideally compress the beam and deviations from
that slope in the experimental waveform are expected to
dominate the minimum achievable pulse width in these
experiments. If the beam had an ideal slope to its velocity
tilt, then chromatic aberration due to longitudinal tempera-
ture effects are expected to dominate the minimum achiev-
able pulse width. Other interesting experimental results
and simulations pertaining to NDCX-1A, especially as
1-7
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they relate to the need for precise control over the slope of
the induction module waveform which applies the head-to-
tail velocity tilt to the drifting ion beam, have been pub-
lished [27]. Lastly, a theoretical model based on a kinetic
formalism for simultaneous longitudinal and transverse
compression of an intense ion beam has also been pub-
lished recently [28].
IV. CONCLUSIONS

A fast Faraday cup diagnostic for measuring the absolute
beam current in the presence of plasma at the focal plane as
a function of time has been designed, fabricated, and
installed on the NDCX-1A device. Experiments have con-
firmed that the collector only measures a signal propor-
tional to the ion beam current, without the negative
influence of the other particle species in the system. The
fast Faraday cup diagnostic has corroborated optical mea-
surements made by a scintillator and fast phototube ar-
rangement. However, only the fast Faraday cup diagnostic
can measure the actual ion beam current in the presence of
plasma.

Future work will include the construction of a current
density diagnostic, which will be similar to the Ib�t� probe
except it will be smaller and movable in all three direc-
tions. The Jb�x; y; z; t� probe will allow the experimenter to
sample the current density at the focal plane as a function
of space and time, as well as provide additional insight into
the physical and technological limitations of neutralized
drift compression. Neutralized drift compression offers the
potential of compressing heavy ion beams to very high
current densities and, therefore, shorter accelerators could
be used as heavy ion drivers for heavy ion fusion and high
energy density physics applications, making them more
compact and cost effective than previously envisioned.
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